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"(2) (3) Neither the shift nor the vertical correction should exceed
five times the 'least reading' nor in any case 0.05 in. of mercury.
"(4) The proportional drift should not exceed 1M per cent.
" (5) The quantity expressing calibration deviation should riot exceed
five times the 'least reading' nor in any ease 0.05 in of mercury.
"(6) The temperature coefficient of reading should not exceed 0.002
in. of mercury per degree Centigrade.
"(8) (9) The numerical value of the correction should in no case
exceed 0.10 in. of mercury plus Koo the range of the aneroid below 30
in. of mercury.
"The foregoing qualifications are by no means those of an ideal
aneroid barometer and are given simply to indicate the degree of
accuracy which is actually attained in commercial aneroid barometers
of the first quality. No instrument will be certified whose errors
greatly exceed the foregoing limits.
"In addition to these requirements, which are equally applicable to
all classes of aneroid barometers, it is desirable that the instruments of
each particular class should excel in those particulars which are especially
important in the use to which the instrument is put."
SCHEDULE OF FEES*
"(a) Regular test, ordinary accuracy. Fee 50 cents per inch range
of pressure below the 30-in. point independently of the number of
instruments tested, plus $1.00 for each individual aneroid.
"(b) Temperature coefficient, $2.50 for one plus $1.00 for each
additional aneroid submitted."
"(c) Short test, giving approximate correction at lowest point of
scale to insure that aneroid is in good working order, but not recom-
mended where an accuracy better than 3 per cent, of range is desired,
$1.00.
"For testing of barometers to an exceptional degree of accuracy, or
for calibration over an exceptional range of pressure, a further charge
will be made. For testing the scales of thermometers attached to
barometers the fee will be in accordance with Circulars Nos. 2 and 8,
respectively.
"For educational and scientific institutions and societies a discount of
50 per cent, will be allowed on all tests under the above schedules."
1 The testing of barometers; U. S. Bureau of Standards, Circular No. 46.